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Burst vs Boost 

Burst pulsates on and off, but during contractions push the Boost button for continual stimulation. 

Increase the power as needed on the individual channels. 

Mode 1 vs Mode 2 

Mode 1 is for early labor and then switch to Mode 2 for active labor. 

Opti Max 

Starts at 150uS. You can toggle is down to 50uS or up to 250uS. 

Bra line 

Navel line 

Panty line 

Channel 1 on top 

Channel 2 on bottom 

https://www.youtube.com/watch?v=miQcR2anidk
https://www.youtube.com/watch?v=C26T0qB9Uxw

